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KES Q-B2178B

1. Application

This standard is described the checking of accuracy and calibration for head light
tester.

2. Checking method
Checking method of accuracy will be done according to sheet 1

3. Judgment
Judgment for checking of accuracy will be done according to Sheet 1.

4. Period of calibration
Regular period of calibration is every 6 months

5. Record and control
To be done according to KMS MO030100(Prescription of accuracy control for test
facilities)

~ Sheet 1Checking method

Checking Checking method Figure Tool Judgment

No noInt
1 Indication of | 1. To check angle dial of | Under 15% of
brightness straightening machine | the indicated
and optical axis dial at | value

“zero” point at top and 1
bottom, left and right.

2. Set up switch of tester
toward optical axis

3. To throw light during 2
~ 3 minutes with 200 x
10°cd as brightness of
straightening machine

2. To throe light with the
corrected voltage as 100
x 10°cd at the described
on straightening sheet of
straightening  machine
with  voltage control
handle to meet
brightness as 100 x
10°cd of straightening
machine

Straightening, (including tripod, stay plate),
Tape measure(5m), Square, Thread (10m)
Cleared rubber hose(5m)
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