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KES Q-B221B

1. Application
This standard is described the checking of accuracy and calibration for height gage

2. Checking method

Checking method of accuracy will be done according to sheet 1 and the detailed
calibration method will be done according to KASTO 93-01-005-083.

3. Judgment
Judgment for checking of accuracy will be done according to Sheet 1 and 2.

4. Period of calibration
Regular period of calibration is every 6 months

5. Record and control

To be done according to KMS MO030000(Prescription of accuracy control for
measurement equipment)

Sheet 1 Method of checking accuracy

Che;l:lltng Checking method Figure Tool Judgment
Appearance | 1.To check painting No defect
& operation state and rust on the

surface of Dbase,
scriber and others — 5o

2.To be smoothly
operated slider

3.To be smoothly
operated feed wheel
without  abnormal
noise

4. To be fixed slider
and feeding frame
on main scale frame
with fixing bolt

5. To be check motion | Base I Less than
for end of scriber 0,01mm

when tightening

fixing bolt of slider ! L
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