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1. Scope of Application

KES Q-B222C

This standard shall regulate performing precision check and calibration inspection of

outmicrometer.

2. Check Method

Perform precision check according table 1 and calibration inspection according to KASTO

93-01-011-082.

3. Decision Standard

For precision check standard, follow table 1,2.

4. Calibration Check Standard

Period of calibration inspection shall be 6 month.

5. Record and Management

Follow KMS M030000(Measuremerit instrument precision control method).
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1. Check paint, carve,
shape, polish
condition, gilding and
scale defect of each
part with eye.

2.gap between
thimble and sleeve
should be uniform and
thimble swing by
wheel should not be
watched.

3.Check misalignment
of spindle and anvil by
touch.

4 Sleeve scale and
end surface of thimble

should be identical for
no reading error.
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