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1. Scope of Application

KES Q-B224B

This standard shall regulate performing precision check and calibration inspection for

height micrometer.

2. Check Method

Perform precision check according to Table 1 and calibration Inspection according to

KASTO 85-01-032-014.

3. Decision Standard

For precision check standard, follow Table 1.

4. Period of Calibration Check Standard

Period of calibration inspection shall be 24 months.

5. Records and Management

Foliow KMS M030000(Measurement instrument precision control rule).
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Table 1 Precision check method

Check method

Figure

m

1. Check painting and gilt
of every part.

2. Check if a scale mark on
a head of micrometer
and a scale on a body
are uniform,

3. When turning the
micrometer head, check
If an operation between
upper and lower throws

IS smooth.
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