Inspection Standard of
Pressure Measuring Instrument KES Q — B231
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eriod of calibration

KES Q-B231

12 months (However, the period of calibration can be |

changed when end user department requires considering

- frequency of use, purpose, environment etc..)

Inspection items

1. Appearance

and operation

| 2. Synthetic

precision

Equipment

By naked eye

Dynamometer
fixed jig load

cell

Inspection method and aliowable range

1. There should be no faults in appearance of main parts

2. Check the scale to work well there should be no leakage

ot ol

3. Check the structure to endure maximum capacity.

1. Establish to correction meter at under surface as

standard to load cell or dynamometer by fixing jig, as

below figure.

Dynamomeler

._ pn Compression meter

2. Specified in the inspection method of ioop type
dynamometer (KASTO-84-07-100-007)

- 3. Allowable error
| |
e Import inspection : + 2% |

e Fixed term inspection : + 4%

Measuring value - Standard value

e Errorrate = _ _ x 100
Maximum capacity ,

EST.

1999.04.26

Inspection Standard of Measuring Instrument all service

1172
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