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1. Scope of Application

This standard is to specify the inspection for simplicity precision of dial gage and test
indicator
from our company.

2. Guide of Inspection
Specified in appendix 1.

3. Record and After Management
Specified in KMS 33600 (Measure Management Standard).

Additional Rule
This standard is executed from the day after revised.
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