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1. Scope of Application

This standard is to specify the precision inspection of impact wrench tester. UHT-25, UHT-

35, UFT-16 type and similar instrument from our company.

2. Purpose.

This is to acquire the calibration value for the impact wrench tester and torque wrench to

set the torque value of impact wrench and to utilize it.

3. Calibration Period : 6 months

4. Calibration Instrument

Use the dial torque wrench (Precision accuracy of grade 7) specified by KES Q — B251

and the same torque wrench as this.

5. Calibration Guide

Practice under at least 5 pressure or torque different with each other and make it a

principle to calibrate 3 times or more for one calibration point.

6. Calibration Procedure
6.1 Fix the impact wrench tester on supporting die.

6.2 Add the pre-load at least 3 times or more to stabilize the reproducibility of the

Instrument for calibration

6.3 After ending the pre-load, increase the calibration torque from low value.

6.4 Take torque value acquired by measuring on the base of calibration point of fixed

pressure.
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