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1. Scope of Application

This standard is to specify the precision inspection of center gage, test bench, center die

and sign center from our company.

2. Structure of Center Gage
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3. Calibration Instrument

(1) Plane of bead

e Electric level (In case of large center gage)

e 3 points jack, test indicator (In case of small center gage)
(2) Height difference between both centers : Surface gage, test indicator

(3) Measurement of synthetic error : Master test bar

4. Inspection Guide
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