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KES T-D604A

1. Purpose

This shall intend to check leak of gas sampling.

2. Scope of application.

This shall be applied to leak check of sample bag and sample line of an analyzer.

3. Order of test

3.1 Order of leak check ot sample bag.

v Start

. Prepare leak checker
. Connect leak checker to bag
washer
. . Connect leak checker to bag
washer
Repair
. Operate bag washer in exhaust mode.
NO NO .
When gas is exhausted completely,
‘ ‘ IS pointed value of negative pressure
1YE meter more than ~400 mmHg?
Is 1t pos-
. slble t’g . Read pointed value of negative
repair”
pressure meter
|
v Inform
to a res Close the valve of leak checker
ponsible 20 mmHg per one scale
person
. Read pointed value of negative pressure
meter after 30 seconds.
NO . _ _
Is pointed value of negative pressure meter less than 25 mmHg? (Thing for
YES official test)

But, Thing for development is OK if pointed value of negative pressure meter is
more than 100 mmHg after 30 seconds.

v End
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