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KES T-L092

1. Scope of application
This standard shall regulate measuring method of ash, hydrogen-ion concentration, and

acid content In felt.

2. Ash

2.1 Summary

This method shall regulate how to judge whether the felt satisfy criteria of ash content or
not. Ash contains many materials like filler, clay and heavy metal sait.
2.2 Device and material
(1) Chemical balance
(2) Ceramic melting pot
(3) Dry oven
(4) Decicator
(5) Electric furnace
2.3 Method
(1) Put about 2 g of sample in the ceramic pot, put this in the oven to dry, leave at
105 ~ 110 °C until it come to constant weight and cool it down in the decicator.
(2) Weigh about 0.01 g of dried sample and let the weight to be W.
(3) Put the melting pot in the electric furnace, and increase temperature to 800 ~ 1000
°C slowly. Be careful not to lose ash due to abrupt flame and ventilation.
(4) In this way, after flammable material is burned up to ash, move the melting pot to
decicator. And measure the weight at this time.

Repeat these burning and cooling until it comes to the constant weight. At this time,

measure the weight to 0.01 g and let the weight to be B.

2.4 Calculation and result
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