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1. Scope of Application

This standard shall regulate a method to measure a vapor pressure (gage pressure) of

liquefied petroleum gas at 40 TC.

2. Summary of Test Method

Fill a sample container in the vapor pressure apparatus with sample, throw out 40 % of the

sample, and measure the pressure at 40 TC.

3. Apparatus
3.1 Vapor pressure apparatus

Use the one with shape and size shown in the Figure 1, which is made of

corrosion-resistant metal.
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Figure 1. Vapor pressure apparatus
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