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KES T-MOO3A

1.Scope of application
This standard shall specify samples of more than 0.5% of carbon contents percentage by

a fixed carbon quantity in iron obtained by fixed carbon quantity equipment.

2. Meaning of vocabularies

(1) Standard sample is used in order to revise accuracy and degree of a fixed quantity by
this equipment.

(2) Oxygen purifying equipment
This equipment is for removal of carbon nitride or organic gas that is included in oxygen
gas. This connection is made up of order of cleaning bottle including chromium
saturated solution, soda limewater, a pipe or tower that include soda asbestos or
sodium hydroxide and cleaning bottle that include sulfuric acid or active alumina.

(3) A burning stove
A burning stove is the one that set up self element pipe of inner diameter 20 or 24mm
and protruded about 200mm at the end of the parts of a tubular electric furnace of inner
diameter of about 30mm and length of 200 ~ 300mm and temperature of upper part of
central burning pipe can be measured by a thermoelectric thermometer. This maintains
constant.temperature of more than about 150mm of center part.

(4) Cooling pipe
This pipe is to cool down sample fuel gas.

(5) 3 directional tap
This is used for injection and sealing of sample fuel gas , injection and drain into carbon
dioxide absorption bottle and extraction operation to outside.

(6) Burette

This is for measurement of quantity of residual gas that sample burning gas and carbon

dioxide are removed. Add methyl solution to nitride chloride solution(26%) and fill up

sulfur acid to be 50ml for whole capacity 350ml graduation part to be seen as a little red.
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