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1. Scope of Application
This standard is provided for the methods of quantitative analysis of Aluminium contained
in Grease. In this place Aluminium exists amplify medicine or flank wear as well as

addition has been used in Grease.

2. Summary of Methods

After diluting sample you have to treat sulfuric acid ash content and after extracting it you

have to analyze with analytical machine of atomic inhaling light

3. Equipment

Analytical machine of atomic inhaling light

4. Test
(1) Degree of purity of the Test. Use 1-grade test using chemical analysis
(2) Distilled water

(3) Standard solution of Aluminium

(4) Sulfuric acid

5. Operation
(1) After measuring 1 ~ 2gram of the sample up to 1mg, put in a platinum melting pot of
platinum or a seif-control melting pot.
(2) Heat until the sample give off sparks and burns out.
(3) Refrigerate in normal temperature, after dropping sulfuric acid some in burnout and
soaking, heat it until white smoke does not form.

(4) Maintain a melting pot until carban is totally in the electric furnace maintained

550 +25 C.
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