Determination of Iron in
Zinc Alloy Die Casting
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1. Scope of Application

This standard shall

2. Abstract

3.Test Equipment

Spectrophotometer ( SP-20)

4. Reagent

(1) Hydrochloric acid (1:1)

KES T-M142

specity the analysis method of Iron in Zinc Alloy Die Casting.

(2) Hydroxyl amine- hydrogen chloride solution

(3) Ammonia water

(4) Acetic acid buffer solution

Atter melting 270 g of sodium acetate anhydride in 500 m¢ of water, make 1 ¢ of

solution that is diluted 240 ¢ of acetic acid.

(9) 2, 2-dipyridyl solution (0.1 %)

(6) Iron standard solution (0.02mg Fe/ me)

You should follow KS M 0002

9. Test Method

(1) Measure 1 g'” of specimen accurately,

10 mé of hydrochloric acid.

put into a 300 m¢ beaker, decant slowly and melt
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