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KES T-M232

1. Scope of Application

This shall regulate carbon sulfur analyzer 125 out of carbon analysis methods.

2. Purpose

After sampling sample in example, do quantity analysis with carbon sulfur analyzer.

Carbon content % Sample amount (g) Standard sawple
Less than 1 % About 1 g 0.921 %
From 1% t4 % J About 0.3 g ! 3.93 %

Sulfur content % “Sample amount g * Standard sawple
Less than 0.03 % About 1 g 0.007 %
More than 0.03 % About 0.3 g 0.057 %

3. Equipment and device
(1) Carbon sulfur analyzer
(2) Pincette and spoon material board
(3) Supporting material lecocel (Steel)

Iron chip accelerator (lron)

4. Analysis Method
4.1 Gas 02 2.5 kg / cm* (2™) 20 kg / cm? (1%
Ar 2.5 kg / cm? (2") 20 kg / cm? (2nd)

Power device on and warm-up it for more tham 30 minutes.
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