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Summary
This code of practice summarises a range of general issues relating to Power Supplies on
Railtrack s Signalling Infrastructure.

Issue/Revision Record

This code of practice will be updated when necessary by the distribution of a complete
document. Subsequent amendments will be marked by vertical black line in the adjacent right
hand margin.

Issue Date Comments

| Feb 2001 Orriginal Issue

Implementation

This code of practice highlights issues arising from operational experience, concerning the
installation and maintenance of signalling equipment. Where appropriate, it gives current best
practice for mitigating risk and is for implementation from 2 Jun 2001. Alternative practices
may be accepted where they can be demonstrated to be as good or better than the contents of
this document.

Superseded document Issue Date
reference number
GK/RC 0741 Appendix PW00 | Sept 96

Disclaimer

Railtrack plc has used its best endeavours to ensure that the content, layout and text of this
document is accurate, complete and suitable for its stated purpose. It makes no warranties,
express or implied, that compliance with the contents of this document shall be sufficient to
ensure safe systems of work or operation. Railtrack plc will not be liable to pay compensation
in respect of the content or subsequent use of this document for any purpose other than its
stated purpose or for any purpose other than that for which it was prepared except where it
can be shown to have acted in bad faith or there has been wilful default.

Supply
Paper copies of this document will be available by printing from electronic copy or, where this
is not possible, may be issued on request to the Document Controller.

Safety
All persons are reminded that all appropriate safety precautions must be
observed when undertaking the work covered by this document.
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