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Foreword 

This document (CEN/TR 10354:2011) has been prepared by Technical Committee ECISS/TC 102 “Methods 
of chemical analysis for iron and steel”, the secretariat of which is held by SIS. 

Attention is drawn to the possibility that some of the elements of this document may be the subject of patent 
rights. CEN [and/or CENELEC] shall not be held responsible for identifying any or all such patent rights. 
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1 Scope 

This Technical Report describes a X-ray fluorescence (XRF) spectrometric method for the determination of Si 
and Al contents in ferro-silicon materials.  

The method is applicable to:  

 Si contents between 40 % and 90 %;  

 Al contents between 0,5 % and 6 %. 

The correction of the spectrometric measurement from spectral interferences on the analytical lines used is 
essential. This Technical Report is valid for the analytical lines:  

 Si Kα 7.126 (for element contents between 45 % and 90 %); 

 Al Kα 8.339 (for element contents between 0,8 % and 6 %); 

 Fe Kα 1.937 (for element contents between 10 % and 58 %). 

NOTE For matrix matching purposes, iron is included in the analytical program to be prepared. 

Within the conditions here above, spectral interferences don’t need to be calculated.  

2 Principle 

Preparation of oxide beads, comprising the oxidation of the sample with strontium nitrate and its melting with 
lithium tetraborate, in a platinum crucible.  

The beads are irradiated by an X-ray beam of suitable energy. The secondary X-rays produced are dispersed 
by means of crystals and the corresponding intensities are measured by detectors at the selected 
wavelengths.  

The contents of the relevant elements are determined by relating the measured intensities of unknown 
samples to calibration curves recorded with beads prepared with certified reference materials. 

Fixed channel or sequential systems may be used to provide simultaneous or sequential determinations of 
element concentrations. 

PD CEN/TR 10354:2011 
CEN/TR 10354:2011 (E)

Full document details: PD CEN/TR 10354:2011

http://www.avadocuments.com/doc/pd-cen-tr-10354-2011
http://www.avadocuments.com/doc/pd-cen-tr-10354-2011


5 

3 Reagents 

During the analysis, use only reagents of recognised analytical grade. 

3.1 Strontium Nitrate [Sr(NO3)2] 

3.2 Sodium Carbonate [Na2CO3] 

3.3 Lithium Tetraborate [Li2B4O7] 

3.4 Sodium Iodide [NaI] 

4 Apparatus 

4.1 X-ray fluorescence spectrometer 

The spectrometer can be either a simultaneous or a sequential wavelength dispersive model and shall be 
optimised according to the manufacturer instructions. 

4.2 Melting devices 

4.3 Platinum crucibles 

4.4 Nickel crucibles 

4.5 Platinum dishes 

5 Safety precautions 

They shall be in accordance with national regulations for X-ray equipment. 

X-ray equipment shall be used only under the guidance and supervision of a responsible, qualified person. 

6 Sampling 

Sampling shall be carried out in accordance with appropriate international or national standards for ferro 
alloys. 
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7 Procedure 

7.1 Test sample preparation 

In a platinum crucible (4.3), weigh 6,00 g of Li2B4O7 (3.3) to the nearest 0,001 g. 

In a nickel crucible (4.4), weigh, to the nearest 0,001 g: 

 0,750 g of Sr(NO3)2 (3.1); 

 2,500 g of Na2CO3 (3.2); 

 1,000 g of Li2B4O7 (3.3). 

Then, weigh 0,250 0 g of the sample, to the nearest 0,000 1 g and add it into the same nickel crucible (4.4). 

Finally transfer into the nickel crucible (4.4) 0,020 g of NaI (3.4), weighted to the nearest 0,001 g. 
 
Carefully mix all the components added into the nickel crucible (4.4) and then completely pour the mixture 
contained in the nickel crucible (4.4) into the platinum crucible (4.3), onto the 6,00 g of Li2B4O7 (3.3), whilst 
avoiding the contact of the mixture with the wall of the platinum crucible (4.3). 

Introduce the platinum crucible (4.3) in a furnace set up at the temperature of 650 °C for 6 min, in order to 
oxidise the sample. 

Melt the sample at the temperature of 1 200 °C, whilst mixing continuously and then pour the melted sample 
in a platinum dish (4.5) preheated with a Bunsen flame. 

Allow the so prepared bead to cool. 

7.2 Preparation of the calibration curves 

Prepare the calibration of the X-ray fluorescence spectrometer by using oxide beads of ferro-silicon Certified 
Reference Materials (CRMs). 

For each element, prepare a minimum of six oxide beads with different contents of Si, Al and Fe, in the same 
way as for the test samples (see 7.1), only using Certified Reference Materials. These Certified Reference 
Materials shall cover the entire calibration range.  

Use the analytical line Kα 7.126 for Si, Kα 8.339 for Al and Kα 1.937 for Fe and plot the absolute intensities 
versus the related certified contents. 

NOTE The calibration curves can also be obtained by using oxide beads prepared with pure metals and/or oxides. 
Annex C describes the related preparation. 

7.3 Spectrometric measurements 

7.3.1 Spectrometric measurements of the calibration and the re-calibration samples 

For each element (each analytical line) measure the related absolute intensity of the calibration samples 
together with the re-calibration samples according to the instrument manufacturer instructions, at least four 
times each. 

NOTE 1 To compensate the instrumental day to day drift, re-calibration samples and procedures are required. 
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