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European foreword 

This document (CEN/TS 17305:2019) has been prepared by Technical Committee CEN/TC 140 “In vitro 
diagnostic medical devices”, the secretariat of which is held by DIN. 

Attention is drawn to the possibility that some of the elements of this document may be the subject of 
patent rights. CEN shall not be held responsible for identifying any or all such patent rights. 

According to the CEN/CENELEC Internal Regulations, the national standards organisations of the 
following countries are bound to announce this Technical Specification: Austria, Belgium, Bulgaria, 
Croatia, Cyprus, Czech Republic, Denmark, Estonia, Finland, Former Yugoslav Republic of Macedonia, 
France, Germany, Greece, Hungary, Iceland, Ireland, Italy, Latvia, Lithuania, Luxembourg, Malta, 
Netherlands, Norway, Poland, Portugal, Romania, Serbia, Slovakia, Slovenia, Spain, Sweden, Switzerland, 
Turkey and the United Kingdom. 
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Introduction 

Molecular in vitro diagnostics has enabled a significant progress in medicine. Further progress is 
expected by new technologies analysing profiles of nucleic acids, proteins, and metabolites in human 
tissues and body fluids. However, the profiles of these molecules can change drastically during 
specimen collection, transport, storage and processing thus making the outcome from diagnostics or 
research unreliable or even impossible because the subsequent analytical assay will not determine the 
situation in the patient but an artificial profile generated during the pre-examination process. 

Genetic examination of DNA is commonly used in clinical practice. This includes e.g. predisposition 
testing, pharmacogenomics, analysis of genetic disorders with the perspective use in precision 
medicine. This is a fast growing field in molecular diagnostics. 

Saliva is increasingly used as a non-invasive alternative specimen to blood for the examination of 
human DNA. Saliva naturally contains microorganisms and also extraneous substances (e.g., food 
debris), which make the composition of saliva more complex and unique among patients/donors. 
Dedicated measures are therefore needed for informing and preparing patients/donors for the 
collection and to check compliance with the instructions, in order to reduce the specimen variability. In 
contrast to invasive specimen collection, saliva collection does not require trained and educated 
professionals or dedicated facilities. By good instruction and verified collection device safety claims, 
saliva specimens can be self-collected at home; however, home collection also contributes to high 
variability in specimen quality. Similarly, medical laboratories/ in vitro manufacturers need to be aware 
of specimen variability when performing design verification and validation. 

DNA in saliva can fragment or degrade after collection. In addition, bacteria present in the saliva 
specimen can continue to grow, thus diluting the human DNA. DNases secreted by these bacteria can 
also accelerate the DNA degradation. This can impact the sensitivity and reliability of DNA examination. 

Standardization of the entire process from specimen collection to the DNA examination is needed to 
minimize DNA degradation and fragmentation after saliva collection. This document describes special 
measures which need to be taken to obtain good quality saliva specimen/samples and isolated DNA 
therefrom for human DNA examination. 

In this document, the following verbal forms are used: 

— “shall” indicates a requirement; 

— “should” indicates a recommendation; 

— “may” indicates a permission; 

— “can” indicates a possibility or a capability. 
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