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INTRODUCTION 

The guidelines given in this report are recommendations both to manufacturers and to USERS. 
They provide guidance to MANUFACTURERS on the needs of USERS in respect of the 
performance of ELECTRON ACCELERATORS and they provide guidance to USERS wishing to 
check the manufacturer's declared performance characteristics, to carry out acceptance tests 
and to check periodically the performance throughout the life of the equipment. 

IEC 60601-1 1 ) is a general standard for the safety of medical electrical equipment. It is 
supplemented by IEC 60601-2-1, a standard which lays down particular requirements for 
MEDICAL ELECTRON ACCELERATORS in the range of 1 MeV to 50 MeV. In addition, IEC 60976 
second edition has been issued as a disclosure standard. It standardizes methods of 
declaring the MEDICAL ELECTRON ACCELERATOR functional performance characteristics. It 
standardizes the type test conditions and type test methods to which manufacturers' declared 
values of functional performance relate. 

A format for the presentation of functional performance values is contained in IEC 60976. It is 
repeated herein as 3.1, with the addition of a set of suggested values which reflects the need 
for precision in RADIOTHERAPY and the knowledge of what is reliably achievable technically. A 
corresponding rationale for the suggested values is presented in 3.2. 

In order to check whether each individual machine at the time of installation performs in a 
manner consistent with the set of functional performance values declared by the manufacturer 
based upon his type test data, it is customary to perform a series of acceptance tests at the 
USER's site before the machine is put into full medical use. Because of limitations of time and 
test equipment, this series of acceptance tests is usually less extensive than the type tests 
specified in the disclosure standard, IEC 60976. 

Subclause 4.2 contains a summary of suggested test methods for machine acceptance. These 
are consistent with the test methods of IEC 60976 but have been presented in a form which 
may be more suitable for use in hospitals. For reasons of economy and time, the USER may 
prefer to have a more limited but still standardized test performed at the time of installation of 
the equipment. 

Subclause 4.3 contains a set of suggested acceptance (commissioning) test conditions. It 
should be emphasized that these test conditions are presented only as examples and that a 
quite different set of test conditions may still be needed for the purpose of displaying the 
functional performance characteristics of the individual machine. 

During the working life of the MEDICAL ELECTRON ACCELERATOR, periodic tests are usually 
conducted by the USER to check whether the functional performance of the machine is 
satisfactory. Because the available machine time is limited, a highly abbreviated set of test 
conditions is essential. Individual tests should not be repeated any more or less frequently 
than can be justified by experience with the particular machine or machine type. A set of 
suggested periodic test methods is presented in 5.2 and a list of suggested periodic tests 
during the working life of the MEDICAL ELECTRON ACCELERATOR and suggested intervals 
between such tests is presented in 5.3. The manufacturer may recommend different intervals 
or additional or different tests, depending on the special requirements of the MEDICAL 
ELECTRON ACCELERATOR in question. 

Since the issue in 1989 of IEC 60977, a first amendment was published in 2000 to address 
the introduction and increasing use of multi-element BEAM LIMITING DEVICES (multi-element 
BLDs) for determining the shape of the RADIATION FIELD, with or without the use of back-up 
BLDs. This publication followed from the issue of the corresponding amendment to the 
disclosure standard itself, IEC 60976:1989, in 2000. The performance issues addressed in 
these first amendments were mainly associated with the applications of multi-element BLDs to 

___________ 

1) See Bibliography. 
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static RADIATION FIELDS. This second edition likewise follows on the issue of a second edition 
to the disclosure standard IEC 60976 in 2007. It includes the addition of performance 
guidelines relating to several relatively new technologies introduced within the last few years, 
including dynamic beam delivery techniques, such as moving beam radiotherapy, INTENSITY 
MODULATED RADIATION THERAPY (IMRT), IMAGE GUIDED RADIOTHERAPY (IGRT), and 
PROGRAMMABLE WEDGE FIELDS (PWF). Also included are STEREOTACTIC RADIOTHERAPY 
(SRT)/STEREOTACTIC RADIOSURGERY (SRS) and the use of certain ELECTRONIC IMAGING DEVICES 
(EIDs). 

In recognition of the diversity of equipment produced by manufacturers in each of these 
technologies, this second edition, as with the first, has specified performance guidelines that 
are as basic and generic as possible. 
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MEDICAL ELECTRICAL EQUIPMENT –  
MEDICAL ELECTRON ACCELERATORS –  

GUIDELINES FOR FUNCTIONAL PERFORMANCE  
CHARACTERISTICS 

 
 
 

1 Scope 

This technical report applies to medical ELECTRON ACCELERATORS when used, for therapy 
purposes, in human medical practice. 

This technical report applies to medical ELECTRON ACCELERATORS which deliver a RADIATION 
BEAM of either X-RADIATION or ELECTRON RADIATION with NOMINAL ENERGIES in the range 1 MeV 
to 50 MeV at maximum ABSORBED DOSE RATES between 0,001 Gy s–1 and 1 Gy s–1 at 1 m from 
the RADIATION SOURCE and at NORMAL TREATMENT DISTANCES between 50 cm and 200 cm from 
the RADIATION SOURCE. 

2 Normative references 

The following referenced documents are indispensable for the application of this document. 
For dated references, only the edition cited applies. For undated references, the latest edition 
of the referenced document (including any amendments) applies. 

IEC 60601-2-1:1998, Medical electrical equipment – Part 2-1: Particular requirements for the 
safety of electron accelerators in the range 1 MeV to 50 MeV 
Amendment 1 (2002) 

IEC 60976:2007, Medical electrical equipment – Medical electron accelerators – Functional 
performance characteristics 

3 General, type tests 

3.1 Format of Annex A of the disclosure standard with suggested functional 
performance values 

The purpose of this subclause is to provide a suggested format for the presentation of 
functional performance values corresponding to the standardized statements of functional 
performance in the disclosure standard, IEC 60976:2007. USERS of MEDICAL ELECTRON 
ACCELERATORS may find this format useful in getting information from the manufacturer on the 
expected performance, in recording acceptance test values measured at the time of 
installation and in periodic testing of performance during the working life of the machine. 
Manufacturers may find it useful in declaring the functional performance values for their 
particular types of MEDICAL ELECTRON ACCELERATORS in response to IEC 60976. Although the 
manufacturer may use his own set of type test methods in developing functional performance 
data, he should make sure that the functional performance values which he declares would be 
met if the test methods of IEC 60976 were used. It is not suggested that a manufacturer 
should provide information to USERS from his type test in any greater detail than a simple 
declaration of these functional performance values. 

As a result of extensive deliberations by Working Group 1 of IEC subcommittee 62C, a set of 
suggested values of functional performance was agreed upon with respect to the standardized 
statements of IEC 60976:2007. These suggested values are shown in parentheses for each 
relevant clause. For Clauses 7 and 8, the suggested tolerance values are given only for 
NOMINAL ENERGIES in the range from 3 MeV to 50 MeV, since this range covers most of the 
practice with MEDICAL ELECTRON ACCELERATORS. 
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Tolerances are designated "+/-" where they represent permissible deviations in more than one 
direction from a desired point or value. The "+/-" designation is not used where the tolerance 
represents permissible deviation in any one direction between two points or values. The 
abbreviations "maxi" and "mini" are used for "maximum" and "minimum", respectively. 

Where a functional performance value is required for a square RADIATION FIELD of specified 
dimensions, and the equipment is unable to provide these dimensions, then the required 
performance information may be provided for a square RADIATION FIELD nearest in size to that 
prescribed. 
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