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INTERNATIONAL ELECTROTECHNICAL COMMISSION

REQUIREMENTS FOR INDUSTRIAL WATER
QUALITY ANALYZER SYSTEM - PHOTOMETRY

FOREWORD

1) The International Electrotechnical Commission (IEC) is a worldwide organization for standardization comprising
all national electrotechnical committees (IEC National Committees). The object of IEC is to promote international
co-operation on all questions concerning standardization in the electrical and electronic fields. To this end and
in addition to other activities, IEC publishes International Standards, Technical Specifications, Technical Reports,
Publicly Available Specifications (PAS) and Guides (hereafter referred to as “IEC Publication(s)”). Their
preparation is entrusted to technical committees; any IEC National Committee interested in the subject dealt with
may participate in this preparatory work. International, governmental and non-governmental organizations liaising
with the IEC also participate in this preparation. IEC collaborates closely with the International Organization for
Standardization (ISO) in accordance with conditions determined by agreement between the two organizations.

2) The formal decisions or agreements of IEC on technical matters express, as nearly as possible, an international
consensus of opinion on the relevant subjects since each technical committee has representation from all
interested IEC National Committees.

3) IEC Publications have the form of recommendations for international use and are accepted by IEC National
Committees in that sense. While all reasonable efforts are made to ensure that the technical content of IEC
Publications is accurate, IEC cannot be held responsible for the way in which they are used or for any
misinterpretation by any end user.

4) In order to promote international uniformity, IEC National Committees undertake to apply IEC Publications
transparently to the maximum extent possible in their national and regional publications. Any divergence between
any IEC Publication and the corresponding national or regional publication shall be clearly indicated in the latter.

5) IEC itself does not provide any attestation of conformity. Independent certification bodies provide conformity
assessment services and, in some areas, access to IEC marks of conformity. IEC is not responsible for any
services carried out by independent certification bodies.

6) All users should ensure that they have the latest edition of this publication.

7) No liability shall attach to IEC or its directors, employees, servants or agents including individual experts and
members of its technical committees and IEC National Committees for any personal injury, property damage or
other damage of any nature whatsoever, whether direct or indirect, or for costs (including legal fees) and
expenses arising out of the publication, use of, or reliance upon, this IEC Publication or any other IEC
Publications.

8) Attention is drawn to the Normative references cited in this publication. Use of the referenced publications is
indispensable for the correct application of this publication.

9) IEC draws attention to the possibility that the implementation of this document may involve the use of (a)
patent(s). IEC takes no position concerning the evidence, validity or applicability of any claimed patent rights in
respect thereof. As of the date of publication of this document, IEC had not received notice of (a) patent(s), which
may be required to implement this document. However, implementers are cautioned that this may not represent
the latest information, which may be obtained from the patent database available at https://patents.iec.ch . IEC
shall not be held responsible for identifying any or all such patent rights.

IEC TS 63165 has been prepared by subcommittee 65B: Measurement and control devices, of
IEC technical committee 65: Industrial-process measurement, control and automation. It is a
Technical Specification.

The text of this Technical Specification is based on the following documents:

Draft Report on voting

65B/1253/DTS 65B/1274/RVDTS

Full information on the voting for its approval can be found in the report on voting indicated in
the above table.

The language used for the development of this Technical Specification: is English.
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This document was drafted in accordance with ISO/IEC Directives, Part 2, and developed in
accordance with ISO/IEC Directives, Part 1 and ISO/IEC Directives, IEC Supplement, available
at www.iec.ch/members_experts/refdocs. The main document types developed by IEC are
described in greater detail at www.iec.ch/standardsdev/publications.

The committee has decided that the contents of this document will remain unchanged until the
stability date indicated on the IEC website under webstore.iec.ch in the data related to the
specific document. At this date, the document will be

e reconfirmed,
e withdrawn, or

e revised.

Documents

Document Sharing Hub

Full document details: PD IEC TS 63165:2024


http://www.iec.ch/members_experts/refdocs
http://www.iec.ch/standardsdev/publications
https://webstore.iec.ch/?ref=menu
http://www.avadocuments.com/doc/pd-iec-ts-63165-2024
http://www.avadocuments.com/doc/pd-iec-ts-63165-2024

-6 - IEC TS 63165:2024 © IEC 2024

REQUIREMENTS FOR INDUSTRIAL WATER
QUALITY ANALYZER SYSTEM - PHOTOMETRY

1 Scope

This document applies to the industrial water quality analyzer system that uses a photometric
method to determine the concentration of one or more chemical components in industrial water
(water used in manufacturing, processing, cooling, washing, boiler, etc).

The objective of this document is to:

— specify the terminology and definitions related to the performance characteristics of a
photometric industrial water quality analyzer system:;

— unify the performance expression and verifying methods of such an analyzer system;

— specify the test procedures to be used in making statements on the performance
characteristics of a photometric industrial water quality analyzer system.

2 Normative references

The following documents are referred to in the text in such a way that some or all of their content
constitutes requirements of this document. For dated references, only the edition cited applies.
For undated references, the latest edition of the referenced document (including any
amendments) applies.

EC 62443-3-3, Industrial communication networks — Network and system security — Part 3-3:
System security requirements and security levels

IEC 62443-4-2, Security for industrial automation and control systems — Part 4-2: Technical
security requirements for IACS components

3 Terms and definitions
For the purposes of this document, the following terms and definitions apply.

ISO and IEC maintain terminology databases for use in standardization at the following
addresses:

e |EC Electropedia: available at https://www.electropedia.org/

e |SO Online browsing platform: available at https://www.iso.org/obp

3.1

photometry

determination of the concentration of a dissolved substance in a solution by using the absorption
of light by this substance

[SOURCE: ISO 14532:2014, 2.4.12]

3.2
measurand
particular quantity subject to measurement

[SOURCE: IEC 60050-311:2001, 311-01-03] Documents
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3.3

measuring range

range defined by two values of the measurand, or quantity to be supplied, within which the limits
of uncertainty of the measuring instrument are specified

Note 1 to entry: An instrument can have several measuring ranges.

[SOURCE: IEC 60050-311:2001, 311-03-12]

3.4

90 %response time

Ty

time interval from the instant a step change occurs in the value of the property being measured
to the instant when the change in the indicated value passes (and remains beyond) 90 % of its
steady-state amplitude difference, i.e., Tgq = T4 + T (or T;). For cases where the rising and

falling response times differ, the different response times should be specified

[SOURCE: |JEC 60746-1:2003, 3.38]

3.5

calibration

set of operations which establishes, by reference to standards, the relationship which exists,
under specified conditions, between an indication and a result of a measurement

Note 1 to entry: This term is based on the "uncertainty" approach.

Note 2 to entry: The relationship between the indications and the results of measurement can be expressed, in
principle, by a calibration diagram.

[SOURCE: IEC 60050-311:2001, 311-01-09]

3.6

calibration interval

period between routine calibrations over which the performance of the analyser meets specified
requirements

[SOURCE: ISO 14532:2014, 2.5.1.6]

3.7
blank calibration solution
solution prepared in the same way as the calibration solution but leaving out the analyte

[SOURCE: ISO 17294-1:2004, 3.3]

3.8

calibration solution

solution of known value of the property being measured, used for periodic calibration and for
various performance tests

Note 1 to entry: The value should be expressed in Sl units compatible with ISO 31.

Note 2 to entry: For the purposes of this document, the value of this solution represents the conventional true value
against which the indicated value is compared.

Note 3 to entry: The values of calibration solutions should be traceable to reference material according to
international or national standards, or agreed upon by the manufacturer and the user, and the conventional true
values shall be stated.

[SOURCE: |[EC 60746-1:2003, 3.5]
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