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Foreword

ISO (the International Organization for Standardization) is a worldwide federation of national standards bodies
(ISO member bodies). The work of preparing International Standards is normally carried out through ISO
technical committees. Each member body interested in a subject for which a technical committee has been
established has the right to be represented on that committee. International organizations, governmental and
non-governmental, in liaison with ISO, also take part in the work. ISO collaborates closely with the
International Electrotechnical Commission (IEC) on all matters of electrotechnical standardization.

International Standards are drafted in accordance with the rules given in the ISO/IEC Directives, Part 2.

The main task of technical committees is to prepare International Standards. Draft International Standards
adopted by the technical committees are circulated to the member bodies for voting. Publication as an
International Standard requires approval by at least 75 % of the member bodies casting a vote.

In exceptional circumstances, when a technical committee has collected data of a different kind from that
which is normally published as an International Standard (“state of the art”, for example), it may decide by a
simple majority vote of its participating members to publish a Technical Report. A Technical Report is entirely
informative in nature and does not have to be reviewed until the data it provides are considered to be no
longer valid or useful.

Attention is drawn to the possibility that some of the elements of this document may be the subject of patent
rights. ISO shall not be held responsible for identifying any or all such patent rights.

SO/TR 22971 was prepared by Technical Committee ISO/TC 69, Applications of statistical methods,
Subcommittee SC 6, Measurement methods and results.
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Introduction

SO 5725 consists of six parts, the general structure of which is shown in Figure 1.

was developed as a guidance document for ISO Technical Committees and other organizations
responsible for undertaking inter-laboratory studies for characterizing the variability of standard measurement
methods. Two measures of variability, repeatability and reproducibility, are accepted in many disciplines as
representative of data encountered in measurement processes.

Repeatability refers to the variability among measurements made on nominally identical samples or materials
under identical circumstances. It is recognized that, because of unknown or uncontrollable factors which
influence the measurement process, repeated measurements will usually not agree. The extent of this
variability can be expressed by a standard deviation, called the repeatability standard deviation, of the results
of within-laboratory comparisons.

Reproducibility refers to the variability among measurements made on identical samples or materials under
differing conditions by different laboratories following the same standard measurement method.
Reproducibility includes effects caused by differences among instruments, reagents, operators, laboratories,
and environmental conditions. The variability of results under these conditions may be described by a
standard deviation called the reproducibility standard deviation.

This guidance document is divided into four clauses in addition to the Scope (Clause 1):

— Clause 2, Organization of an inter-laboratory programme, deals with the organization of the inter-
laboratory test and covers the roles of the executive officer, laboratory personnel, and statistician in
preparing for and administering the test; the choice of materials and levels of interest for the test; and the
selection of laboratories. It also describes how the number of replicate measurements (to be made on
each sample) is to be statistically treated and the manner in which the resulting data are to be reported.

— Clause 3, Critical examination of the data, deals with data using graphical and numerical procedures.
Guidance is given as to when data are anomalous, i.e. if they are inconsistent with other data from the
study, and for outlier tests that are used to identify the presence or absence of anomalous data.

— Clause 4, Estimation of repeatability and reproducibility standard deviations, deals with the estimation and
interpretation of repeatability and reproducibility standard deviations. Also included is a comparison of the
relative contributions of the repeatability and reproducibility standard deviations to the total variability of
the test method.

— Clause 5, Worked examples using statistical software, deals with worked examples that highlight various
techniques that can be used.

It is recommended that this guidance document be read in conjunction with ]SO 5725-2 and should not be
_

used as a replacement for ]SO 5725-2.
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ISO 5725-1 — General principles and definitions

Definition of the standard deviation of repeatability, of the standard deviation
of reproducibility and of bias of a laboratory

ISO 5725-2 — Basic method for the determination ISO 5725-5 — Alternative methods for the
of repeatability and reproducibility of a determination of the precision of a standard
standard measurement method measurement method

The postulated basic model is
y=m+B +e
where

y is the test result;

m is general average;

B is the component of the bias for laboratory
under conditions of repeatability;

e is the random error under conditions of
repeatability.

This partition will lead to the estimation of the
repeatability and reproducibility.

ISO 5725-3 — Intermediate measures of the precision of a standard measurement method

The laboratory component of the bias is separated into elementary components, for example:
operator, equipment, environment, etc.

B=By+B(1)+B(2)+..

ISO 5725-4 — Basic methods for the determination of the trueness
of a standard measurement method

The bias, A, for the trueness of the test method to check a reference product with u as a certified
reference value, is definedby m=puy + A

ISO 5725-6 — Use in practice of accuracy values

Figure 1 — Structure of ]SO 5725 — Application of a standardized test method to the analyses
of a sample or product in different laboratories
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Accuracy (trueness and precision) of measurement methods
and results — Practical guidance for the use of ISO 5725-2:1994
in designing, implementing and statistically analysing
interlaboratory repeatability and reproducibility results

1 Scope

This Technical Report provides users with practical guidance to the use of ]SO 5725-2:1994 and presents
simplified step-by-step procedures for the design, implementation, and statistical analysis of inter-laboratory
studies for assessing the variability of a standard measurement method and on the determination of
repeatability and reproducibility of data obtained in inter-laboratory testing.

2 Organization of an inter-laboratory programme

2.1 Requirements for a precision experiment
The whole experiment is organized
a) to provide a complete set of results for:

— PLap Number of laboratories demonstrating that the test procedure is well controlled and for
quantifying the observed scatter, estimated by the reproducibility;

NOTE The symbol p|,, used in this Technical Report has the same meaning as the symbol p used in

SO 5725-2:1994. The change was made to clearly distinguish this symbol from the symbol, P, used for
“probability”. The lowercase and uppercase P's are sometimes difficult to distinguish, particularly as subscripts.

— g number of samples or products representing different levels of results or performance. A minimum
value for ¢ is two, but from five to ten is more appropriate for demonstrating that the test procedure is
able to discriminate correctly between levels;

— n number of replications cell demonstrating that the test procedure is well controlled within a single
laboratory. When the number of laboratories and of levels is sufficient, at least two determinations
are required;

b) to analyse statistically (see Clauses 2 and 3) a table of results reported by p, ,,, laboratories analysing ¢
samples, tested n times under conditions of repeatability.

The table of the results submitted to the executive officer is shown in Table 1 (see ]SO 5725-2:1994, 7.2.8).

2.2 The responsibilities of the personnel involved in a precision experiment

2.21 General

An inter-laboratory programme is very expensive, both in terms of its co-ordination and its participation. Hence,
the performance testing should be well co-ordinated and planned. In any inter-laboratory programme, it is
necessary to consider three types of activity as shown in Figure 2.
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THE EXECUTIVE OFFICER

. prepares

‘@ . co-ordinates

' . states the conclusions

THE LABORATORY

THE STATISTICIAN

= uses the standard measurement . - )
. carries out the statistical analysis

method to obtain the reported
results

Figure 2 — The responsibilities of executive functions
2.2.2 Executive officer
The executive officer's main tasks are

— to organize the inter-laboratory programme, with the advice of the statistician for the construction of the
experimental design;

— to co-ordinate the progress;
— to state the conclusions.
The duties of the executive officer may be undertaken by more than one person. However, only one person

should be responsible for the entire programme. The executive officer should be familiar with the standard
method, but should not participate in the measurement process.

2.2.3 Laboratory

The laboratory personnel should be fully experienced with the test measurement method.

The laboratory shall undertake the analysis, adhering to the test procedures received from the executive
officer. Any comments by the laboratory on the use of the test method should be reported to the executive
officer. However, the procedures carried out by the laboratory should be those provided by the executive
officer.

The laboratory shall comply with any requirements prescribed by the executive officer, including

— storage of the samples;

— date and order of carrying out the analysis.

The laboratory shall provide the executive officer with the results of analysis in a manner prescribed by the
executive officer.

2.2.4 Statistician

The statistician shall receive from the executive officer the raw data obtained using the stated method and as
reported in Table 1.
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The_statistician shall examine the data and apply any statistical test, preferentially the tests described in
SO 5725-2, to identify potential outliers. Statistical outliers shall be brought to the attention of the executive
officer. The executive officer shall undertake an appropriate investigation to ascertain whether to retain, reject

or modify any data.

The statistician shall carry out the statistical analyses, prepare graphical plots, and provide estimates of the
means and variances (ISO 5725-2:1994, 7.1.2). The statistician shall summarize all the results of the

statistical analyses in a report that shall be sent to the executive officer.

3 Critical examination of the data

3.1 Description of the data

3.1.1 Raw data

The data are presented as shown in Table 1. Tables 2 and 3 are derived from Table 1. Some validated

statistical software packages may provide different presentations of the same information.

Table 1 — Collation of all raw data

Level

1 2 j

Laboratory

PLab

Table 2 — Collation of the mean values for each cell in Table 1

Level

1 2 j

Laboratory

q-1

PLab
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Table 3 — Collation of values indicating the spread @ of the values for each cell in Table 1

Laboratory

Level

J

q-1

PLab

@  The most common measure of spread is the standard deviation.

3.1.2 Graphical representation of the data

3.1.21 Results plotted versus laboratory number (raw data plot)

Before carrying out any tests to determine potential outliers, it is recommended that graphical plots of the raw
data be made. In this way, an instant “picture” of the results can be depicted, for example, as shown in

Figure 3 (which is based on JSO 5725-2:1994|, Figures B.1 to B.4). A great deal of information can be obtained
by a visual inspection of a graphical plot of the raw data, and an instant appraisal of the spread of data
ascertained. Hence, an indication of the presence of outliers might be suggested, or unusual differences might
become apparent, at particular levels of interest, simply by a visual inspection of the appropriate plot of data.
For example, in Figure 3, the plot of results for laboratory 3 might suggest a larger-than-expected spread of
results compared to all the other laboratories; hence, the overall repeatability will be affected. This possibility
can be confirmed by Cochran's test. In addition, the results for laboratory 9 might suggest an outlier with
respect to the mean value of the laboratory when compared to the other mean values for all the other
laboratories. Hence, reproducibility might be affected and this can be confirmed by Grubbs' test.

Y
60
55 s
3
50 .
3
45 + +
40 § $ ) $ g ’ 3
! 3
M $
. 3 $
35 Y .
30 | | | | | | | | |
0 1 2 3 4 5 6 7 8 9 10 X
Key
X Laboratory identification
Y Results per laboratory
Figure 3 — Graphical representation of raw data for a particular level of interest
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3.1.2.2 Boxplot (“box-and-whiskers” plot)

Where many results are reported, especially for a particular level of interest, a “box-and-whiskers” plot can
reveal information similar to that in 3.1.2.1; for an example, see Figure 4. However, this type of plot, which is
based on robust statistics including the determination of the median value, is not described in . Itis,
however, defined and illustrated in the examples in Clause 4, since these graphs are available in most
statistical software packages.
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42
38

lIIlIIl]lIII]II]TI]IIII I

L1111 18111

34

\ i

]

- + _:E_q;r
1 -
4 5

Key

X Laboratory identification
Y Results per laboratory

a  “4"indicates the average.

Figure 4 — “Box-and-whiskers” plot
3.1.2.3 Mandel's plots of /» and % tests statistics

3.1.2.3.1 Mandel's % plot

For a particular level of interest, the mean values obtained for all the laboratories are used to calculate a
single overall mean value. This value is then used to calculate Mandel's / statistic for all the laboratories for
this level. This statistic is defined in |SO 5725-2:1994], Equation (6). This statistic is the ratio of the difference
between the mean for a particular set of data and the mean of all sets of data, and the standard deviation of
the means from all the sets of data. This quotient value is then plotted and compared with computed or
tabulated ratio values obtained for 95 % and 99 % confidence levels. The same procedure is then used to
calculate Mandel's # statistic for all the laboratories for all the other levels of interest (see Figure 5). It should
be noted that both positive and negative values can be plotted.
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