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Summary of Topics

This is the First Edition of ANSI/AAMI/UL 2800-1-2, the Standard for Interoperable Item
Development Life Cycle.

The new requirements are substantially in accordance with Proposal(s) on this subject dated November 5,
2021.

All rights reserved. No part of this publication may be reproduced, stored in a retrieval system, or
transmitted in any form by any means, electronic, mechanical photocopying, recording, or otherwise
without prior permission of UL.

UL provides this Standard "as is" without warranty of any kind, either expressed or implied, including but
not limited to, the implied warranties of merchantability or fitness for any purpose.

In no event will UL be liable for any special, incidental, consequential, indirect or similar damages,
including loss of profits, lost savings, loss of data, or any other damages arising out of the use of or the
inability to use this Standard, even if UL or an authorized UL representative has been advised of the
possibility of such damage. In no event shall UL's liability for any damage ever exceed the price paid for
this Standard, regardless of the form of the claim.

Users of the electronic versions of UL's Standards for Safety agree to defend, indemnify, and hold UL
harmless from and against any loss, expense, liability, damage, claim, or judgment (including reasonable
attorney's fees) resulting from any error or deviation introduced while purchaser is storing an electronic
Standard on the purchaser's computer system.
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Commitment for Amendments

This Standard is issued jointly by the Association for the Advancement of Medical Instrumentation
(AAMI) and Underwriters Laboratories Inc. (UL). Comments or proposals for revisions or any part of the
standard may be submitted to AAMI and/or UL at any time. Revisions to this Standard will be made only
after processing according to the Standards development procedures of AAMI and UL.
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All Rights Reserved
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1 Introduction

1.1 The AAMI/UL 2800 series of standards covers the interoperability of medical products. AAMI/UL
2800-1 is the general standard that specifies a baseline set of requirements for assuring safe and secure
interoperability for interoperable medical systems. The requirements in the AAMI/UL 2800-1 standard are
supplemented by the requirements in additional AAMI/UL 2800 standards. These additional standards are
intended to be used in conjunction with the general standard and applied as needed. While this
introduction applies to all of the AAMI/UL 2800 series of standards, the scope section of each additional
standard describes what is covered by that standard.

1.2 Multiple stakeholders may participate in the development, deployment, assembly, and operation of a
medical system with interoperable elements. Such a system, referred to as an interoperable medical
system, should minimize patient risks, maintain clinical effectiveness, ensure timely and adequate access
to data while protecting its security, and enable adequate provision of care. In order to facilitate alignment
of stakeholders around these aims, the AAMI/UL 2800 series of standards establishes a baseline set of
requirements for assuring safe and secure interoperability.

1.3 Each stakeholder will need to determine the specific level and manner in which interoperability will be
specified and assured for its interoperable medical products. However, a specific system may be
developed, assembled, deployed, and operated through a range of processes undertaken by multiple
stakeholders. Specific activities in these processes assure interoperability. In order for stakeholders to
collectively accomplish this, the processes need to be linked effectively.

1.4 Effective linkage of processes across multiple stakeholders is a core focus of the AAMI/UL 2800
series of standards. This first requires that each stakeholder adequately assesses and manages safety
and security vulnerabilities of its interoperable medical products. Secondly, it requires that each
stakeholder understands and conforms with interoperability aspects of disclosed specifications of an
interoperable medical product which it acquires or with which it interoperates, including the consequent
safety and security characteristics. Finally, it requires that each stakeholder clearly communicates to the
other stakeholders the information required to assure interoperability.

1.5 The requirements in the AAMI/UL 2800 series of standards are intended to apply to medical devices,
as well as other connected infrastructure elements, and interoperable medical systems constructed from
these. The AAMI/UL 2800 series of standards is intended to be used by individual stakeholders.

1.6 The AAMI/UL 2800 series of standards employ a lifecycle process approach to organizing
requirements. In addition to a set of broad management functions, the standards provide for a set of
interoperability planning, realization, deployment, and monitoring activities. These activities also
incorporate cross-cutting requirements for security and risk management. The Standards recognize that a
given organization may be responsible for only a part of the full range of activities required for an
interoperable medical system. Furthermore, the organization’s interoperable medical products may
provide only a specific or limited functionality. To accommodate this, the standards provide for flexibility in
the scope, sequence, and interaction of these activities. Finally, the standards provide requirements and
supplementary guidance on key clinical and engineering properties of an interoperable medical system
that are essential to assuring safe and secure interoperability and provide guidance on lifecycle activities.

1.7 The requirements provide a baseline for assuring safe and secure interoperability throughout the
lifecycle of the interoperable medical system. In order to meet these requirements, a set of lifecycle
processes needs to be established. It is anticipated that many organizations in the interoperability
ecosystem will also have requirements for formal quality and risk management processes, as well as
those related to specific aspects of product development, such as usability, software development,
electrical and biological safety. The lifecycle processes in the AAMI/UL 2800 series of standards may be
integrated into the organization’s processes previously established for meeting quality and risk
management and product-specific requirements.
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1.8 As part of complying with the AAMI/UL 2800 series of standards, an organization will need to
understand its specific role in the interoperability ecosystem, as well the role of the various other
stakeholders. It is essential that responsibilities for meeting specific requirements are unambiguously
communicated to other stakeholders. The standards include requirements for disclosure and other
communications. These may be helpful in for identifying contractual requirements with other stakeholders.

1.9 The establishment of processes for assuring safe and secure interoperability should take into
account the role of the organization in the interoperability ecosystem, and regulatory requirements
applicable to the organization’s activities. It is not the intent of the AAMI/UL 2800 series of standards to
imply the need for uniformity in the structure of different processes for assuring interoperability, uniformity
of documentation or alignment of documentation to the clause structure of these Standards.

1.10 The above approach enables an organization to establish processes that are consistent with the
role it plays in the interoperability ecosystem. It also enables the organization to manage its activities in a
manner appropriate to the scope of its interoperable medical products.

2 Scope

2.1 This Standard is applicable to interoperable medical products, including assembled systems of
interoperable medical products that comprise or are intended to be incorporated into interoperable medical
systems within an interoperable environment.

2.2 This Standard specifies a baseline set of development lifecycle requirements for assuring safe and
secure interoperability for interoperable items.

3 Referenced Publications

3.1 Any undated reference to a code or standard appearing in the requirements of this Standard shall be
interpreted as referring to the latest edition of that code or standard.

3.2 The following standards are referenced in this Standard:

AAMI/UL 2800-1, Medical Device Interoperability

AAMI/UL 2800-1-1, Risk Concerns for Interoperable Medical Products

AAMI/UL 2800-1-3, Interoperable Item Integration Life Cycle

IEC 60601-1, Medical Electrical Equipment – Part 1: General Requirements for Basic safety and Essential
Performance

IEC 80001-1, Application of Risk Management for IT-Networks Incorporating Medical Devices – Part 1:
Roles, Responsibilities and Activities

ISO 14971, Medical Devices – Application of Risk Management to Medical Devices

4 Terms and Definitions

4.1 Defined terms are located in AAMI/UL 2800-1.
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5 Interoperable Item Development Life-Cycle Activities

5.1 Interoperable item concept and context of use development

5.1.1 Interoperable item synopsis and scope

5.1.1.1 Interoperable item synopsis – A use specification shall be provided that contains:

a) A high-level description of the function of the interoperable item and the extent to which the
interoperable item is designed to support, either directly or indirectly, one or more medical
functions;

b) A description of the scope of medical situations and patient profiles for which the interoperable
item is designed for use;

c) The role that external and internal interoperability plays in achieving the function of the
interoperable item; and

d) Any reasonably foreseeable misuse of the interoperable item, including misuse related to
interoperability.

NOTE 1: The language in the use specification may provide a basis for regulatory statements of related to intended use and
indications for use.

NOTE 2: The use specification should contribute to satisfaction of the Standard for Medical Devices – Application of Risk
Management to Medical Devices, ISO 14971.

NOTE 3: The use specification is somewhat analogous to the device description (occurring in US regulatory context).

NOTE 4: Figure 5.1 provides a schematic representation of the interoperable environment.
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Figure 5.1

Interoperable Environment Ontology
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