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Summary ofTopics

Adoption ofIEC 61010-2-202, SafetyRequirements forElectrical Equipment forMeasurement,

Control and LaboratoryUse – Part 2-202: ParticularRequirements forElectricallyOperatedValve

Actuators (second edition, issuedby IEC November2020) as a new IEC-basedUL standard, UL

61010-2-202 datedAugust 22, 2024, with US Differences.

Please note that the National Difference document incorporates all ofthe U.S. national differences

forUL 61010-2-202.

The requirements are substantial ly in accordance with Proposal(s) on this subject dated April 1 2, 2024

and July 1 9, 2024.

All rights reserved. No part of this publication may be reproduced, stored in a retrieval system, or

transmitted in any form by any means, electronic, mechanical photocopying, recording, or otherwise

without prior permission of ULSE Inc. (ULSE).

ULSE provides this Standard "as is" without warranty of any kind, either expressed or implied, including

but not l imited to, the implied warranties of merchantabil ity or fitness for any purpose.

In no event wil l ULSE be liable for any special, incidental, consequential, indirect or similar damages,

including loss of profits, lost savings, loss of data, or any other damages arising out of the use of or the

inabil ity to use this Standard, even if ULSE or an authorized ULSE representative has been advised of the

possibil ity of such damage. In no event shall ULSE's l iabil ity for any damage ever exceed the price paid for

this Standard, regardless of the form of the claim.

Users of the electronic versions of UL's Standards for Safety agree to defend, indemnify, and hold ULSE

harmless from and against any loss, expense, l iabil ity, damage, claim, or judgment (including reasonable

attorney's fees) resulting from any error or deviation introduced while purchaser is storing an electronic

Standard on the purchaser's computer system.

Full document details: UL 61010-2-202 2024

http://www.avadocuments.com/doc/ul-61010-2-202-2024
http://www.avadocuments.com/doc/ul-61010-2-202-2024


tr2 AUGUST 22, 2024 - UL61 01 0-2-202

No Text on This Page

Full document details: UL 61010-2-202 2024

http://www.avadocuments.com/doc/ul-61010-2-202-2024
http://www.avadocuments.com/doc/ul-61010-2-202-2024


AUGUST 22, 2024

ANSI/UL 61 01 0-2-202-2024

1

UL 61 01 0-2-202

Standard for Safety Requirements for Electrical Equipment for

Measurement, Control and Laboratory Use – Part 2-202: Particular

Requirements for Electrically Operated Valve Actuators

First Edition

August 22, 2024

This ANSI/UL Standard for Safety consists of the First Edition.

The most recent designation of ANSI/UL 61 01 0-2-202 as an American National

Standard (ANSI) occurred on August 22, 2024. ANSI approval for a standard does

not include the Cover Page, Transmittal Pages, Title Page, or Preface. The

National Difference Page and IEC Foreword are also excluded from the ANSI

approval of IEC-based standards.

Comments or proposals for revisions on any part of the Standard may be

submitted to ULSE at any time. Proposals should be submitted via a Proposal

Request in the Collaborative Standards Development System (CSDS) at
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Our Standards for Safety are copyrighted by ULSE Inc. Neither a printed nor

electronic copy of a Standard should be altered in any way. All of our Standards

and all copyrights, ownerships, and rights regarding those Standards shall remain

the sole and exclusive property of ULSE Inc.
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PREFACE

>This UL Standard is based on IEC Publication 61 01 0-2-202: second edition , Safety requirements for

electrical equipment for measurement, control and laboratory use – Part 2-202: Particular requirements for

electrically operated valve actuators. IEC publication 61 01 0-2-202 is copyrighted by the IEC.

This edition has been issued to satisfy UL Standards policy.

This UL Standard 61 01 0-2-202 Standard for Safety Requirements for Electrical Equipment for

Measurement, Control and Laboratory Use – Part 2-202: Particular Requirements for Electrically Operated

Valve Actuators, is to be used in conjunction with the third edition of UL 61 01 0-1 . The requirements for

electrically operated valve actuators are contained in this Part 2 Standard and UL 61 01 0-1 .

Requirements of this Part 2 Standard, where stated, amend the requirements of UL 61 01 0-1 .

Where a particular subclause of UL 61 01 0-1 is not mentioned in UL 61 01 0-2-202 , the UL 61 01 0-1

subclause applies.

These materials are subject to copyright claims of IEC and ULSE. No part of this publication may be

reproduced in any form, including an electronic retrieval system, without the prior written permission of

ULSE. All requests pertaining to the [Std. title and designation] Standard should be submitted to ULSE.

Note – Although the intended primary application of this Standard is stated in its Scope, it is important to note that it remains the

responsibil ity of the users of the Standard to judge its suitabil ity for their particular purpose.
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