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Carbamide CAS RN®: 57-13-6; UNII: 8W8T17847W.

DEFINITION
Urea contains NLT 98.0% and NMT 102.0% of urea (CH,N,0).

IDENTIFICATION
* A. Seectroscoric IpenTiFication Tests (197), Infrared Spectroscopy: 197K

* B. The retention time of the major peak of the Sample solution corresponds to that of the Standard solution, as obtained in the Assay.

ASSAY

* PROCEDURE
Solution A: Transfer 1 mL of formic acid to a 1-L volumetric flask and dilute with water to volume.
Solution B: 100% Acetonitrile, passed through a membrane filter of 0.2-um pore size
Mobile phase: See Table 1.

Table 1
Time Solution A Solution B
(min) (%) (%)
0.0 2.5 97.5
7.0 10.0 90.0
7.01 2.5 97.5
15.0 2.5 97.5

Diluent: Acetonitrile and water (90:10)

System suitability solution: 0.01 mg/mL of USP Urea Related Compound A RS and 10 mg/mL of USP Urea RS in Diluent
Standard solution: 5 mg/mL of USP Urea RS in Diluent

Sample solution: 5 mg/mL of Urea in Diluent

Chromatographic system

(See Chromatography (621), System Suitability.)
Mode: LC
Detector: UV 195 nm
Column: 15-cm x 4.6-mm; 2.7-um packing L86

Column temperature: 30°
Flow rate: 1 mL/min
Injection volume: 2 pL

System suitability DOC um entS

Sample: System suitability solution Document Sharing Hub

Full document details: Urea


https://online.uspnf.com/uspnf/current-document/1_GUID-37232E7C-5275-4B7B-9007-9587E166E4C1_5_en-US#C197S1
https://online.uspnf.com/uspnf/current-document/1_GUID-37232E7C-5275-4B7B-9007-9587E166E4C1_5_en-US#C197S1
https://online.uspnf.com/uspnf/current-document/1_GUID-37232E7C-5275-4B7B-9007-9587E166E4C1_5_en-US#C197S1
https://online.uspnf.com/uspnf/current-document/1_GUID-37232E7C-5275-4B7B-9007-9587E166E4C1_5_en-US#C197S1
https://online.uspnf.com/uspnf/current-document/1_GUID-37232E7C-5275-4B7B-9007-9587E166E4C1_5_en-US#C197S1
https://online.uspnf.com/uspnf/current-document/1_GUID-37232E7C-5275-4B7B-9007-9587E166E4C1_5_en-US#C197S1
https://online.uspnf.com/uspnf/current-document/1_GUID-37232E7C-5275-4B7B-9007-9587E166E4C1_5_en-US#C197S1
https://store.usp.org/product/1706712
https://store.usp.org/product/1706698
https://store.usp.org/product/1706698
https://online.uspnf.com/uspnf/current-document/1_GUID-6C3DF8B8-D12E-4253-A0E7-6855670CDB7B_9_en-US#C621S12
https://online.uspnf.com/uspnf/current-document/1_GUID-6C3DF8B8-D12E-4253-A0E7-6855670CDB7B_9_en-US#C621S12
https://online.uspnf.com/uspnf/current-document/1_GUID-6C3DF8B8-D12E-4253-A0E7-6855670CDB7B_9_en-US#C621S12
https://online.uspnf.com/uspnf/current-document/1_GUID-6C3DF8B8-D12E-4253-A0E7-6855670CDB7B_9_en-US#C621S12
https://online.uspnf.com/uspnf/current-document/1_GUID-6C3DF8B8-D12E-4253-A0E7-6855670CDB7B_9_en-US#C621S12
http://www.avadocuments.com/doc/urea
http://www.avadocuments.com/doc/urea

2/17/25, 2:42 AM USP-NF Urea

[Note—The relative retention times for urea related compound A and urea are 0.9 and 1.0, respectively.]

Suitability requirements
Resolution: NLT 1.5 between urea related compound A and urea
Relative standard deviation: NMT 1.0% for urea

Analysis

Samples: Standard solution and Sample solution

Calculate the percentage of urea (CHANZO) in the portion of Urea taken:

Result = (r /r)) x (C/C ) x 100

r, = peakresponse from the Sample solution

ry = peakresponse from the Standard solution

C, = concentration of USP Urea RS in the Standard solution (mg/mL)

C, = concentration of Urea in the Sample solution (mg/mL)

Acceptance criteria: 98.0%—102.0%

IMPURITIES

* Resipue on IeniTion (281): NMT 0.1%

* OrGANIC IMPURITIES
Solution A, Solution B, Mobile phase, Diluent, and Chromatographic system: Proceed as directed in the Assay.
System suitability solution: 0.07 mg/mL of USP Urea Related Compound A RS and 10 mg/mL of USP Urea RS in Diluent
Standard solution: 0.071 mg/mL of USP Urea RS and 0.017 mg/mL of USP Urea Related Compound A RS in Diluent
Sample solution: 10 mg/mL of Urea in Diluent

System suitability
Sample: System suitability solution
[Note—For the relative retention times, see Table 2.]

Suitability requirements
Resolution: NLT 1.5 between urea and urea related compound A
Relative standard deviation: NMT 1.0% for urea
Analysis
Samples: Standard solution and Sample solution
Calculate the percentage of urea related compound A in the portion of Urea taken:

Result = (r /r;) x (C/C,) x 100

r, = peakresponse of urea related compound A from the Sample solution

ry = peakresponse of urea related compound A from the Standard solution

C, = concentration of USP Urea Related Compound A RS in the Standard solution (mg/mL)

C, =concentration of Urea in the Sample solution (mg/mL)

Calculate the percentage of any individual unspecified impurity in the portion of Urea taken:

Result = (r /rg) x (C/C) x 100

r, = peakresponse of any impurity from the Sample solution

ry = peak response of urea from the Standard solution

Cs = concentration of USP Urea RS in the Standard solution

C, =concentration of Urea in the Sample solution
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