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Vinblastine Sulfate for Injection

DEFINITION
Change to read:

Vinblastine Sulfate for Injection contains NLT 90.0% and NMT 110.0% of the labeled amount of vinblastine sulfate (C46H58N409 : HZSO4).

[Caution—Handle Avinblastine sulfate, (usp 1-aug-2022) With great care because it is a potent cytotoxic agent]

IDENTIFICATION
* A. Seectroscoric IenTiFicaTion Tests (197), Infrared Spectroscopy: 197K

Sample: Use material previously dried in a vacuum at 60° for 16 h.

Acceptance criteria: Meets the requirements of 197K
* B. The retention time of the major peak of the Sample solution corresponds to that of the Standard solution, as obtained in the Assay.
* C. leniricaTion Tests—GeneraL (191), Chemical Identification Tests, Sulfate

Sample solution: 100 mg/mL in water

Acceptance criteria: Meets the requirements

ASSAY
* PROCEDURE
Solution A: Diethylamine and water (14:986). Adjust with phosphoric acid to a pH of 7.5.
Solution B: Acetonitrile and methanol (20:80)
Mobile phase: Solution A and Solution B (38:62)
Standard solution: 0.4 mg/mL of USP Vinblastine Sulfate RS in water
System suitability solution: 0.4 mg/mL of USP Vincristine Sulfate RS in Standard solution. [Note—No loss on drying determination is needed
for USP Vincristine Sulfate RS.]
Sample stock solution: Pipet a suitable volume of water into each of five containers of Vinblastine Sulfate for Injection to obtain a solution in

each having a nominal concentration of 1 mg/mL of vinblastine sulfate. Insert the stopper, shake to mix, and combine the solutions from
the five containers.
Sample solution: Nominally equivalent to 0.4 mg/mL of vinblastine sulfate in water, from the Sample stock solution
Chromatographic system
(See Chromatography (621), System Suitability.)
Mode: LC
Detector: UV 262 nm
Columns

Precolumn: Packed with porous silica gel; installed between the pump and the injector
Analytical: 4.6-mm x 15-cm; 5-um packing L1
Flow rate: 2 mL/min
Injection volume: 20 pL
System suitability
Samples: Standard solution and System suitability solution
Suitability requirements
Resolution: NLT 4.0 between vincristine and vinblastine, System suitability solution
Relative standard deviation: NMT 2.0%, Standard solution
Analysis
Samples: Standard solution and Sample solution
Calculate the percentage of the labeled amount of vinblastine sulfate (C%HSSN40g : HZSO4) in the portion of VianﬁGWents
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Result = (r/r)) x (C/C) x 100

r, = peakresponse of vinblastine from the Sample solution

r, = peak response of vinblastine from the Standard solution

C, = concentration of USP Vinblastine Sulfate RS in the Standard solution (mg/mL)

C, =nominal concentration of vinblastine sulfate in the Sample solution (mg/mL)

Acceptance criteria: 90.0%—110.0%

Change to read:

PERFORMANCE TESTS

« Unirormity of Dosace Units (905): AMeets the requirements 4 (usp 1-Aug-2022)

IMPURITIES
Change to read:
* ORrGANIC IMPURITIES
Mobile phase, Standard solution, System suitability solution, and System suitability: Proceed as directed in the Assay.
Sample solution A: Use the Sample solution, prepared as directed in the Assay.
Sample solution B: 16 pg/mL of vinblastine sulfate in water, from Sample solution A
Chromatographic system
(See Chromatography (621), System Suitability.)
Mode: LC
Detector: UV 262 nm
Columns

Precolumn: Packed with porous silica gel; installed between the pump and the injector
Analytical: 4.6-mm x 15-cm; 5-um packing L1
Flow rate: 2 mL/min
Injection volume: 200 pL (20 pL for System suitability)
Analysis
Samples: Sample solution A and Sample solution B

Calculate the percentage of each 4individual , (USP 1-Aug-2022) impurity in the portion of Vinblastine Sulfate for Injection taken:
Result = [rUA/(ZrUA + 25rUB)] x 100

Tua = peak response of each Aindividual , (USP 1-Aug-2022) Impurity appearing after the solvent peak from Sample solution A

r,, = Peakresponse of vinblastine from Sample solution B

Calculate the percentage of total impurities:
Result = [2r, /(Zr,, + 25r )] x 100

Tua = peak response of each Aindividual , (USP 1-Aug-2022) impurity appearing after the solvent peak from Sample solution A

r,, = Peakresponse of vinblastine from Sample solution B

Acceptance criteria
Individual impurities: NMT 2.0%
Total impurities: NMT 5.0%

SPECIFIC TESTS
Change to read:

+ BacreriaL Enpotoxins Test (85): AMeets the requirements 4 (USP 1-Aug-2022)

* SteriLiTy Tests (71): Meets the requirements

* InJECTIONS AND IMPLANTED DRrUG PRODUCTS (1), Product Quality Tests Common to Parenteral Dosage Forms, Specitic Tzcts, ngegnlé‘!mmgs

of Solutions: At the time of use, it meets the requirements. Document Sharing Hub

Full document details: Vinblastine Sulfate for Injection


https://store.usp.org/product/1713004
https://online.uspnf.com/uspnf/current-document/1_GUID-BA3755E4-77AA-4DEB-8FE2-4FC78C587E9E_3_en-US
https://online.uspnf.com/uspnf/current-document/1_GUID-BA3755E4-77AA-4DEB-8FE2-4FC78C587E9E_3_en-US
https://online.uspnf.com/uspnf/current-document/1_GUID-BA3755E4-77AA-4DEB-8FE2-4FC78C587E9E_3_en-US
https://online.uspnf.com/uspnf/current-document/1_GUID-BA3755E4-77AA-4DEB-8FE2-4FC78C587E9E_3_en-US
https://online.uspnf.com/uspnf/current-document/1_GUID-DE15A571-4522-44A6-BF66-843E342ABB5D_1_en-US
https://online.uspnf.com/uspnf/current-document/1_GUID-6C3DF8B8-D12E-4253-A0E7-6855670CDB7B_9_en-US#C621S12
https://online.uspnf.com/uspnf/current-document/1_GUID-6C3DF8B8-D12E-4253-A0E7-6855670CDB7B_9_en-US#C621S12
https://online.uspnf.com/uspnf/current-document/1_GUID-6C3DF8B8-D12E-4253-A0E7-6855670CDB7B_9_en-US#C621S12
https://online.uspnf.com/uspnf/current-document/1_GUID-6C3DF8B8-D12E-4253-A0E7-6855670CDB7B_9_en-US#C621S12
https://online.uspnf.com/uspnf/current-document/1_GUID-6C3DF8B8-D12E-4253-A0E7-6855670CDB7B_9_en-US#C621S12
https://online.uspnf.com/uspnf/current-document/1_GUID-6EF9AE5D-609E-4754-95B4-F634B9753BB9_2_en-US
https://online.uspnf.com/uspnf/current-document/1_GUID-F9D9BFA5-099F-452C-9711-47674B37C1CC_2_en-US
https://online.uspnf.com/uspnf/current-document/1_GUID-F9D9BFA5-099F-452C-9711-47674B37C1CC_2_en-US
https://online.uspnf.com/uspnf/current-document/1_GUID-F9D9BFA5-099F-452C-9711-47674B37C1CC_2_en-US
https://online.uspnf.com/uspnf/current-document/1_GUID-F9D9BFA5-099F-452C-9711-47674B37C1CC_2_en-US
https://online.uspnf.com/uspnf/current-document/1_GUID-481C30EA-8A49-4A77-9E81-D0CD7C533498_1_en-US
https://online.uspnf.com/uspnf/current-document/1_GUID-481C30EA-8A49-4A77-9E81-D0CD7C533498_1_en-US
https://online.uspnf.com/uspnf/current-document/1_GUID-481C30EA-8A49-4A77-9E81-D0CD7C533498_1_en-US
https://online.uspnf.com/uspnf/current-document/1_GUID-481C30EA-8A49-4A77-9E81-D0CD7C533498_1_en-US
https://online.uspnf.com/uspnf/current-document/1_GUID-AFAE78DE-CFF4-46D3-9FAA-9507553FC215_5_en-US
https://online.uspnf.com/uspnf/current-document/1_GUID-AFAE78DE-CFF4-46D3-9FAA-9507553FC215_5_en-US
https://online.uspnf.com/uspnf/current-document/1_GUID-AFAE78DE-CFF4-46D3-9FAA-9507553FC215_5_en-US
https://online.uspnf.com/uspnf/current-document/1_GUID-AFAE78DE-CFF4-46D3-9FAA-9507553FC215_5_en-US
https://online.uspnf.com/uspnf/current-document/1_GUID-AFAE78DE-CFF4-46D3-9FAA-9507553FC215_5_en-US
https://online.uspnf.com/uspnf/current-document/1_GUID-AFAE78DE-CFF4-46D3-9FAA-9507553FC215_5_en-US
https://online.uspnf.com/uspnf/current-document/1_GUID-AFAE78DE-CFF4-46D3-9FAA-9507553FC215_5_en-US
http://www.avadocuments.com/doc/vinblastine-sulfate-for-injection
http://www.avadocuments.com/doc/vinblastine-sulfate-for-injection

